Schlieren metrology for high frequency medical ultrasound.
The increased use of medical ultrasound above 40 MHz poses the challenge of measuring beam features that may be less than 40 microm. We have successfully used the optical Schlieren technique for transducers operating as high as 110 MHz. After a brief discussion of the technique, results are presented, including comparisons to state-of-the-art hydrophones and wire targets.